1.. Introduction
================

A rheological characterization of liquids in an integrated device is of high interest in biotechnology, medicine and automotive engineering. Since traditional measurement techniques require at least several millilitres of sample fluid, the last years have seen an increased interest in the miniaturization of measurement tools. To minimize the required fluid volume, rheological characterizations have to be carried out in a microfluidic system.

There have been several approaches to establish vibrating plates as viscometers besides standard measurement techniques such as falling ball, rotation and capillary viscometry. The influence of fluids on vibrating plates and their possible use as sensors has already been discussed in the 1960s \[[@b1-sensors-08-00010]\]. Today, a vast choice of micromechanical cantilevers is commercially available due to the widespread use of the atomic force microscope (AFM). These AFM cantilevers are usually between 100 μm and 400 μm long, 20 μm to 40 μm wide and 2 μm thick. Typical resonant frequencies in water are within the range from 1 kHz to 100 kHz. These characteristics make AFM cantilever well suited physical sensors for the characterization of fluid viscosity based on the principle of vibrating plates. Several research groups demonstrated viscosity measurements by AFM cantilevers. Two measurement strategies can be identified. One relies on the analysis of stochastic fluctuations due to Brownian motion \[[@b2-sensors-08-00010], [@b3-sensors-08-00010]\] the second on the measurement of the cantilever response to sinusoidal forcing \[[@b4-sensors-08-00010]\]. The former does not require additional actuation of the sensor, whereas an appropriate actuation scheme is rired for the latter. Although often neglected, there are subtle differences between both schemes. Theoretical calculations showed that the peak frequency of the response to acoustic excitation is higher than the peak frequency of Brownian motion in highly viscous fluids \[[@b5-sensors-08-00010]\]. Since this peculiarity of the acoustic excitation is usually neglected in the theoretical literature, frequency measurements based on the analysis of Brownian cantilever fluctuations can be expected to be a closer match to theoretical values than measurements obtained by acoustic cantilever excitation.

Another important issue is the simultaneous measurement of liquid density and viscosity since both critically depend on the temperature. Sader et al. developed a theoretical framework \[[@b6-sensors-08-00010], [@b7-sensors-08-00010]\] for the description of cantilever vibrations in viscous fluids which also allows for the simultaneous measurement of both parameters \[[@b8-sensors-08-00010]\]. Recent theoretical works discussed viscous drag on microcantilevers \[[@b9-sensors-08-00010]\], frequency response of cantilevers near a solid wall \[[@b10-sensors-08-00010]\], and hydrodynamic loading \[[@b11-sensors-08-00010]\] by finite-element analysis. Experimental works covered the application of special cantilever geometries \[[@b12-sensors-08-00010]\], the vibration characteristics in the vicinity of surfaces \[[@b10-sensors-08-00010]\], the influence of the temperature \[[@b13-sensors-08-00010]\], the use of uncalibrated cantilevers \[[@b14-sensors-08-00010], [@b15-sensors-08-00010]\] and the applicability of cantilever MEMS sensors to the low-flow evaluation of density and viscosity of liquids \[[@b16-sensors-08-00010]\]. Recently it was shown that high flow rates increase the resonant frequency of cantilevers in thin channels \[[@b17-sensors-08-00010]\] due to high pressure differences.

In this work, we demonstrate viscosity measurements of sugar solutions. Sugar solutions are valuable test systems for such a microfluidic device because many biological liquids contain a remarkable amount of sugar. The sugar concentration in plant saps can reach typical values up to 0.8 mol/l \[[@b18-sensors-08-00010]\]. In order to limit the amount of liquid under investigation, a low-cost system for the rheological characterization of liquids was integrated into a microfluidic system. The device was based on commercially available microcantilevers as used in atomic force microscopy.

2.. Theoretical Background
==========================

Data analysis was based on the method of hydrodynamic function as introduced in Refs. \[[@b6-sensors-08-00010]-[@b8-sensors-08-00010]\]. A simple model function was fitted to the power spectral density of stochastic cantilever oscillations. The cantilever was modelled as a beam with rectangular cross section and rectangular plane view, which has a length to width ratio significantly larger than one. These conditions are valid for many commercial available rectangular cantilevers. For quality factors Q ≫ 1, the amplitude response A(ω) of the cantilever can be estimated in the vicinity of the resonance peak as a damped driven harmonic oscillator \[[@b19-sensors-08-00010]\] $$\text{A}(\omega) = \frac{\text{A}_{\text{o}}{\omega_{\text{R}}}^{2}}{\sqrt{\left( {\omega^{2} - {\omega_{\text{R}}}^{2}} \right)^{2} + {\overset{\omega^{2}{\omega_{\text{R}}}^{2}}{}/\underset{\text{Q}^{2}}{}}}},$$where *A*~0~ denotes the amplitude at the frequency ω = 0, *Q* the quality factor and ω and ω~R~ the radial frequency and resonant frequency, respectively. From the theory of the damped harmonic oscillators it is clear that with decreasing *Q* the difference between the resonant frequency ω~R~ and the peak frequency in the amplitude response curve increases.

For cantilever calibration and measurement of rheological parameters, we used [equations (2a) and (2b)](#FD2){ref-type="disp-formula"} as given in Ref \[[@b8-sensors-08-00010]\]. Resonant frequency ω~R~ and quality factor *Q* in the fluid are given by $$\omega_{\text{R}} = \frac{\omega_{\text{vac}}}{\sqrt{1 + {\overset{\pi\rho\text{b}^{2}}{}/\underset{{4\mu}^{\Gamma_{\text{r}}(\omega_{\text{R}})}}{}}}},$$ $$\text{Q} = \frac{{\overset{4\mu}{}/\underset{\pi\rho\text{b}^{2}}{}} + \Gamma_{\text{r}}(\omega_{\text{R}})}{\Gamma_{\text{i}}(\omega_{\text{R}})}.$$Here, parameter ω~vac~ denotes the resonant frequency in vacuum, ρ the density of the fluid, μ the linear mass density of the beam, and Γ the hydrodynamic function as given in Ref. \[[@b6-sensors-08-00010]\]. The indices *i* and *r* indicate imaginary and real part of the function. For calibration, the [equations (2)](#FD2){ref-type="disp-formula"} and [(3)](#FD3){ref-type="disp-formula"} have to be solved for ω~vac~ and μ which leads to $$\omega_{\text{vac}} = \omega_{\text{R}}\sqrt{1 + \frac{\pi\rho\text{b}^{2}}{4\mu}\Gamma_{\text{r}}(\omega_{\text{R}}),}$$ $$\mu = \frac{\pi\rho\text{b}^{2}}{4}\lbrack\text{Q}\mspace{7mu}\Gamma_{\text{i}}(\omega_{\text{R}}) - \Gamma_{\text{r}}(\omega_{\text{R}})\rbrack.$$

After calibration of the cantilever with a test fluid with known properties, the viscosity and density of any fluid can be calculated numerically by simultaneously solving [equations (2](#FD2){ref-type="disp-formula"}) and ([3](#FD3){ref-type="disp-formula"}) by a computer algebra program such as *Mathematica*™.

3.. Experimental Setup
======================

The measurement system consisted of a mechanical measuring stage, a pre-amplifier, a signal conditioning electronics, and a commercially available sound card for analogue to digital conversion. A steel frame (L × W × H = 160 mm × 60 mm × 140 mm) held all mechanical components of the sensor system. A video camera was attached on the top plate of the frame for optical control and could be adjusted in z-direction for focussing. The support for the measuring chamber was placed at the bottom of the frame. The support could be moved in x- and y-directions to adjust the cantilever in the field of view of the camera ([figure 1](#f1-sensors-08-00010){ref-type="fig"}).

[Figure 2](#f2-sensors-08-00010){ref-type="fig"} shows the measurement chamber which was made from a 20 × 20 × 3.3 mm^3^ copper block to ensure thermal stability. A groove in the middle served as measurement chamber. Two supply channels were drilled into the copper block, connecting the measurement chamber with the left and right side of the block. Two flexible plastic tubes (Tygon®, 1.06 mm ID) connected the supply channels to a syringe which served as supply reservoir and to a waste container. The liquid was fed to the measurement chamber by a syringe pump. A PT100 resistance thermometer attached to a digital multimeter was used to control the temperature of the measurement chamber. A stable bulk temperature of 25°C was observed during the measurements. The cantilever chip was glued onto a glass cover slip by a two component epoxy resin (plus endfest 300, UHU GmbH & Co KG, Germany). The channel was then sealed with this glass cover slip using hot-melt adhesive. The total volume of the channel is about 10 μl which is reduced to less than 1 μl after inserting the cantilever chip.

For all measurements commercial cantilevers were used (NSC12, MikroMasch, Tallinn, Estonia). E-type cantilevers with a nominal resonant frequency of 29 kHz were used for no-flow measurements. The measurements under steady flow were also performed with the 29 kHz E-type levers and additionally with a harder cantilever (D-type, nominal resonant frequency 39 kHz). Both types of cantilevers had a width of 35 μm. The length was 300 μm (D-type) and 350 μm (E-type). Both thus met the condition of an aspect ratio significantly greater than one \[[@b3-sensors-08-00010]\].

The cantilever deflection was read out by light lever detection. The laser diode (7mW, DL-3147-060 of IMM Meβtechnologie GmbH, Germany) and the photo split detector (QP50-6 U1 of Silicon Sensor GmbH, Germany) were mounted on the sides of the frame. The laser diode could be moved along the vertical axis of the stage for aligning the laser on the cantilever, as well as in the direction of its optical axis for focussing. The photo diode could be moved in the z-axis of the stage and in the plane parallel to its surface as depicted in [figure 1 (b)](#f1-sensors-08-00010){ref-type="fig"}. This mounting allows the operator to place the spot of the laser beam in the centre of the diode.

The electronics consisted of a signal conditioning unit together with an amplifier (OP467, Analog Devices, MA, USA) and a commercial soundcard (24bit, 96kHz, Sound Blaster Audigy 2NX™, Creative Labs Inc., Singapore) for data acquisition. Four current to voltage converters were mounted in the direct vicinity of the photodiode, thus minimizing noise pick up. The pre-amplified signals were passed through an analog processing electronics to calculate the difference between top and bottom segments and the resulting signal was recorded by the soundcard. The electronic bandwidth was 20 Hz to 45 kHz. Frencies between 45 kHz and 48 kHz showed a linear roll off due to the anti-aliasing filter of the soundcard. The data acquisition was controlled by a LabView (National Instruments, Austin, TX, USA) program that incorporated a publicly available LabView VI to access the soundcard, a power-spectral density module and averaging routines.

Experiments were carried out in air, in distilled water, and in various sugar solutions at concentrations from 0.2 mol/l up to 2.0 mol/l. Distilled water was used as reference liquid for calibration of the system. Solutions of the monosaccharides fructose (C~6~H~12~O~6~) and glucose (C~6~H~12~O~6~), as well as of the disaccharide sucrose (C~12~H~22~O~11~) were characterized. All carbohydrates were prepared by first producing a 2.0 mol/l stock solution that was diluted to the desired concentration. After adjusting the concentration to the desired value, the liquids were degassed in an ultrasonic bath and then injected into the chamber with a syringe pump. For static measurements a series of measurements was carried out without flow. During the dynamic measurements a steady flow of 3 μl/s was maintained. After each measurement, data were Fourier transformed and a complete set of 250 measurements was consecutively averaged. After flushing the measurement chamber with air it was refilled with new solution to a total number of 5 measurement sets for each concentration.

To evaluate the absorption of light in the sugar solutions in the vicinity of the laser\'s wavelength, absorption spectra were acquired using a UV-VIS spectrometer (ISS UV/VIS USB 4000, Ocean Optics, Dunedin, FL, USA) that was ipped with a grating and a diode array for simultaneous acquisition of full spectra within a range from 200 nm to 950 nm wavelength.

4.. Results and Discussion
==========================

4.1.. Noise measurements
------------------------

The measurements in water and sugar solutions showed a clear shift in resonant frequency and Q-factor in comparison to measurements in air. [Figure 3](#f3-sensors-08-00010){ref-type="fig"} shows typical power spectral densities of the cantilever deflection signal in air, distilled water and 2 mol/l sucrose solution. The datasets were normalized to their total power (area beneath the graph). The signal to noise ratio, defined as the ratio between the peak height and the root mean square (rms) amplitude of the noise in the signal, was about S/N = 100 for the measurement in air.

In liquid, the signal to noise ratio decreased from S/N = 10 in distilled water to a minimum value of S/N = 5 with increasing sugar concentration. The resonant frequency decreased from 39 kHz in air to about 16 kHz after flooding the chamber with distilled water. The quality factor decreased from *Q* = 147 to *Q* = 3.3. After water was exchanged by 2.0 mol/l sucrose solution the resonant frequency was reduced further to 9 kHz and the quality factor dropped to *Q* = 1. Thus the microcantilever was critically or nearly critically damped in sugar solution. This effect was caused by the differences in viscosity and density between water and sucrose solution. A slight roll-off at frencies over 42 kHz was due to the low-pass anti-alias filter of the soundcard. In the low frequency range, the measurement bandwidth was restricted to frencies larger than 1.5 kHz since at lower frencies the signals were dominated by 1/f-noise.

4.2.. Sensitivity to sugar concentration
----------------------------------------

[Figure 4](#f4-sensors-08-00010){ref-type="fig"} shows the resonant frencies and the quality factors *Q* for the 29 kHz E-type cantilever in comparison to theoretical values predicted on the basis of literature values. The experimental values for the quality factor *Q* and resonant frequency *f* = *ω*/*2π* were obtained by fitting the squared response of an oscillator as given by [equations (1)](#FD1){ref-type="disp-formula"} to the power spectral density of the cantilever deflection signal. To predict the theoretical values *f*~theo~ and *Q*~theo~ the viscosities and densities of the solutions were taken from reference \[[@b20-sensors-08-00010]\] and inserted into [equations (2)](#FD2){ref-type="disp-formula"} and [(3)](#FD3){ref-type="disp-formula"}. For sucrose, additional literature values were taken from Refs. \[[@b2-sensors-08-00010]-[@b4-sensors-08-00010]\].

For zero concentration, i.e. in pure water, all measurements showed the same frequency and quality factor within the limits of the experimental error. With increasing concentration the resonant frencies decreased as illustrated in [fig. 4 (a)](#f4-sensors-08-00010){ref-type="fig"}. For the glucose measurements the resonances decreased from 12.10 kHz in pure water to 10.50 kHz in 2.0 mol/l solution with a maximum error of 20 Hz. The fructose measurements showed a slightly smaller slope. The resonant frequency decreased to 10.6 kHz (± 20 Hz) in 2.0 mol/l solution. In sucrose solution, the resonant frequency dropped to 10.20 kHz (± 30 Hz) in 1.0 mol/l solution and to 6.85 kHz (± 50 Hz) in 2.0 mol/l solution. An exponential behaviour of the frequency reduction was observed in the case of sucrose solution. The frequency change in the solution of the disaccharide sucrose was significantly larger than in the monosaccharides fructose and glucose. This difference can be explained by the higher molecular weight and the bigger size of the sucrose molecule. In general, the relations between concentration and resonant frencies well matched the theoretical predictions of the resonant frequencies.

As indicated in [fig. 4 (b)](#f4-sensors-08-00010){ref-type="fig"} the quality factor also decreased with increasing concentrations. The experimental error was 15 % as obtained from the deviation between the fit and the extremal measurement values. The quality factor in glucose and fructose solution decreased from its maximum value of *Q* = 2.45 in pure water to a minimum of *Q* = 1.65 at 2 mol/l. In the sucrose, the quality factor decreased to *Q* = 1.67 at 1.0 mol/l and *Q* = 0.91 at 2.0 mol/l concentration. In general, the measured quality factors were larger than the predicted quality factors *Q*~theo~. The systematic deviation between both increased from less than 10 % at low concentrations to 50% for highly concentrated sucrose.

4.3.. Influence of laser heating
--------------------------------

As discussed in the previous section there was a systematic discrepancy between theoretically predicted and experimentally measured Q-factors. Such a deviation could be a sign of a heating up of the solutions during the measurement process since viscosities are reduced at higher temperatures. This assumption is also supported by experiments reported by Kim and Kihm \[[@b13-sensors-08-00010]\], who showed that the change of resonant frequency of a microcantilever at increasing temperatures is mainly explained by a reduced viscosity. In our measurement system, no mechanical energy is coupled into the liquid. The detection laser is the only possible source of heat. Thus, UV/Vis-absorption spectra were acquired in order to estimate the amount of energy coupled into the liquid by laser heating. In general, the absorbance A is proportional to the concentration and the path length, as it is predicted by the Beer-Lambert law $$\text{A} = \alpha(\lambda) \cdot \text{l} \cdot \text{c},$$where α(λ) denotes the wavelength dependent absorption coefficient, *l* the path length and *c* the concentration of the solution. Briefly, the absorbance increases linearly with the concentration and the path length. The spectra in [figure 5](#f5-sensors-08-00010){ref-type="fig"} show an absorbance of 0.02 at 635 nm wavelength on a path length of 1 mm in 1 mol/l sucrose. The absorbance increased to 0.06 in 2 mol/l sucrose solution.

To test the effects of local heating on resonant frequency and Q-factor, additional measurements were performed without flow and under a steady flow. To rule out hydrodynamic effects pure water was used in the control experiment. As shown in [figure 6 (a)](#f6-sensors-08-00010){ref-type="fig"} no frequency shift could be observed. [Figure 6 (b)](#f6-sensors-08-00010){ref-type="fig"} shows the typical shift of the resonant frequency at a liquid flow of 3 μl/s for the D-type cantilevers. After switching on the steady flow of 3 μl/s the mean value of the resonant frequency and quality factor dropped from 9.85 kHz to 9.70 kHz and from *Q* = 1.37 to *Q* = 1.3, respectively. A statistical analysis of five independent measurements proved the statistical significance of the shifts. The change in resonant frequency corresponds to an increase in viscosity of about 1.2 mPas. With the relation between temperature and viscosity of sucrose solutions taken from references \[[@b21-sensors-08-00010], [@b22-sensors-08-00010]\], the increased viscosity can be explained by a heating of 1.2° C of the probed fluid volume. Measurements with the softer cantilevers (E-type) also showed the same trend, although less pronounced. We obtained a mean resonant frequency of 6.85 kHz without flow and of 6.84 kHz at a flow of 3 μl/s. The *Q*-factors decreased from a mean value of 1.04 for measurements without flow to a mean value of 0.93 under steady flow.

The most likely reason for the frequency shift in concentrated sugar solutions due to the increased flow is the influence of laser heating on the actual viscosity of the fluid in the vicinity of the cantilever. This heating effect is reduced by the convective heat transport connected with the fluid flow. As the control experiment in water indicates, the effect of the flow itself on the cantilever vibration seems to be negligible (see also Etchart *et al.* \[[@b16-sensors-08-00010]\] for a similar discussion). The effect of the liquid flow was too small to increase the resonant frencies. After switching the flow off, the resonant frequency recovered to the no-flow value faster than it could be resolved by the measurement process. The fast increase of the resonant frequency can be explained by the small volumes that have to be heated by the laser to affect the motion of the cantilever. As discussed by Oden *et al.* \[[@b2-sensors-08-00010]\] only a very small volume around the cantilever contributes to its movement. The radius of the fluid volume that influences the motion of the cantilever is about 30 μm for a cantilever with a width of 20 μm. The radius of the focussed laser spot is about 40 μm, thus heating the entire relevant volume.

Thus, only a part of the discrepancy between the experimental data and the theoretical predictions at concentrations higher than one mol/l could be explained by the heating effect of the laser. A noticeable deviation remained between theory and experiment which could only be corrected by a phenomenological master function that will be introduced in the following section. This observation leads to the conclusion, that at high sugar concentrations -- which imply Q-factors close to one -- the analysis based on the harmonic oscillator is less precise and needs to be improved. Here, more accurate hydrodynamic models for the oscillation of a microcantilever in a viscous fluid are needed.

4.4.. Empirical correction
--------------------------

Due to the nonlinear dependence of the density and viscosity of the quality factor, calculations based on the [equation (1](#FD1){ref-type="disp-formula"}-[5)](#FD5){ref-type="disp-formula"} would also result in values for the viscosity and density with errors of up to 10 % in the biological relevant concentration range up to 0.8 mol/l. For highly concentrated solutions the systematic error would even reach 100 % at a concentration of 2 mol/l. In order to allow for a precise calculation of viscosity and density a correction function was derived from the relation between the theoretical quality factors *Q~theo~* and the mean of the measured quality values *Q* as shown in [Figure 7 (a)](#f7-sensors-08-00010){ref-type="fig"}. From the experimental data a master curve was obtained by regression with the Levenberg-Marquardt algorithm. The ation for the regression was a three point exponential growth function $$\textit{Q} \ast (\textit{Q}) = \textit{y}_{0} + \textit{A} \cdot \exp\left( \frac{\textit{Q}}{\textit{t}} \right).$$For sucrose the correction parameters were *y*~0~ = -1.007, *A* = 1.093 and *t* = 2.129. For fructose and glucose the regression resulted in similar parameters, *y*~0~ = -0.880, A = 1.092 and t = 2.201. As can also be seen in [fig 7 (b)](#f7-sensors-08-00010){ref-type="fig"}, there is only a slight variation of the master curve for the different sugar solutions. The correction function eq. ([7](#FD7){ref-type="disp-formula"}) permits to correct measured values in order to match theoretical predictions. The relative difference between *Q* and *Q~theo~* is less than 1.5 %. By using the corrected quality factor *Q*\* for the calculation of viscosity, the deviation between the predicted and measured values could be reduced to less than 5 % as illustrated in [figure 7(b)](#f7-sensors-08-00010){ref-type="fig"}. The calculation of density could be greatly improved as well, with deviations not exceeding 10 % over the entire concentration range in comparison to deviations of more than 110% for the uncorrected values. At this point should also be emphasized, that the master curve is purely phenomenological and its parameters have to be obtained for each type of cantilever individually. Nevertheless this procedure provides a valuable tool to calibrate the measurement system. After calibration, the microfluidic sensor allows for a reliable viscosity measurement.

5.. Conclusions
===============

An integrated microfluidic system for the measurement of density and viscosity of sugar solutions was designed and tested. The measurement system was optimized for the use of a consumer computer soundcard as analogue to digital converter. It was designed to be sensitive enough to rely on stochastic cantilever fluctuations induced by environmental noise and Brownian motion. Resonant frequency and quality factor of the cantilever were obtained by analysis of the noise spectrum of the deflection signal. The integrated system also limits the rired fluid volume to less than a micro-litre and allows for characterization of sugar solutions at various concentrations.

A very good agreement between the experimental resonant frequency values and theoretical predictions was found. In the biologically relevant range of sugar concentrations (up to 0.8 mol/l) the measured viscosity values stayed within an error range of less than 10 %. At higher concentrations larger deviations from theoretical values occur and laser heating becomes a noticeable issue. In order to account for these deviations a phenomenological master curve was introduced to correct the measured values. By using a master curve as calibration function reliable viscosity measurements can be achieved in the biologically relevant range with errors smaller than 5 %.

The analysis of the stochastic cantilever oscillations together with the use of consumer computer hardware limits the cost for the measurement hardware since no active actuation is rired. This low-cost approach is of course not limited to rheological measurements since the detection of added mass is also feasible. Thus, low cost cantilever sensor systems will certainly find their applications in cost sensitive areas such as education and training or massively parallel testing in highly integrated fluidic systems.
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![(a) Photograph and (b) drawing of the cantilever sensor system. Important components are the signal pre-conditioning electronics (1), the laser (2), the camera (3) and the photo diode (4). The microfluidic system is placed on top of an adjustable support (5).](sensors-08-00010f1){#f1-sensors-08-00010}

![Photograph of the measurement chamber in a 20 mm × 20 mm × 3.3 mm copper block.](sensors-08-00010f2){#f2-sensors-08-00010}

![Power spectral density of the deflection signal obtained with the 39 kHz D-type cantilever in air (black), water (red) and 2 mol/l sucrose solution (green). The magnitudes were normalized to the area beneath the curve, i.e. the total power.](sensors-08-00010f3){#f3-sensors-08-00010}

![Resonant frequency and quality factor *Q* of the 29-kHz-sensor (E-type) in various solutions as indicated. The dashed lines indicate predicted values. (a) A good agreement between predicted and measured resonant frencies was obtained. (b) The predicted Q-factors systematically underestimate the measured values.](sensors-08-00010f4){#f4-sensors-08-00010}

![UV/VIS absorbance spectrum of sucrose solutions over 10 mm path length. The absorbance at 635 nm wavelength is about 0.05 for the 2 mol/l concentration and decreases with the concentration.](sensors-08-00010f5){#f5-sensors-08-00010}

![Effect of liquid flow on the power spectrum. Data were acquired using the 39 kHz D-type cantilever at a bulk temperature of 25 °C. Black circles indicate data obtained without flow while red circles were acquired at a steady flow of 3 μl/s. The lines represent the corresponding fits. (a) Control experiment in water. The resonant frequency was not affected by the flow (b) In 2.0 mol/l sucrose solution the resonant shifts 150 Hz to lower frencies under flow conditions.](sensors-08-00010f6){#f6-sensors-08-00010}

![(a) Correlation between the measured quality factor *Q* and theoretical values *Q~theo~* for the three sugar solutions. From the regression of the plots a correction function was derived. The best fit was achieved with an exponential model. The dotted line represents identity. (b) Viscosity calculated from corrected values Q\* for sucrose, fructose and glucose in comparison to the literature data.](sensors-08-00010f7){#f7-sensors-08-00010}
